INTRODUCTION
============

Endovascular aortic aneurysm repair (EVAR) has been accepted as a standard procedure for an anatomically suitable infrarenal abdominal aortic aneurysm (AAA). Up to 70% of AAAs have been repaired with EVAR in the United States \[[@B1]\]. Although EVAR is less invasive and can be the treatment of choice for high-risk patients, it might lead to a great number of complications and re-interventions \[[@B2],[@B3]\]. Several studies reported that about 15%-20% of patients underwent secondary intervention after EVAR \[[@B4]-[@B6]\]. Endoleaks were one of the main reasons for reintervention and Mehta et al. \[[@B5]\] reported that it accounted for 56.6% of all reinterventions cases.

Type I endoleaks occur because of inadequate sealing at the proximal and distal ends of the prosthesis. Type I endoleaks are known to be associated with high sac pressure, aneurysmal dilatation, and rupture of aneurysm, therefore treatment at the time of diagnosis is recommended \[[@B5],[@B7]\]. However, 50%-60% of the leaks at completion of EVAR were reported to close spontaneously within the first postoperative month \[[@B8],[@B9]\]. In a study of 28 patients with periprosthetic leaks, including 23 type I endoleaks, 50% of the type I endoleaks spontaneously sealed \[[@B10]\]. The prognosis of type I endoleaks depends on whether they are early or delayed and on whether they are accompanied by migration or malposition of the stent-graft.

The aims of this study were to identify the clinical significance of type I endoleak diagnosed on completion angiography after EVAR and to report the short-term outcomes of spontaneously sealed early type I endoleaks in a single institute.

METHODS
=======

A total of 351 patients were diagnosed with infrarenal AAA between January 2000 and December 2012, and 86 patients underwent EVAR. A retrospective review of the medical records and radiologic studies of these patients was performed after the approval by the Institutional Review Board of Seoul National University Hospital (H-1303-031-471).

An endoleak is defined as persistent blood flow outside a graft and within an aneurysm sac. A type I endoleak is leakage from the proximal (Ia) or distal (Ib) attachment site. An early endoleak is defined as one that is found on completion angiography immediately after EVAR. It is distinguished from a delayed endoleak with or without graft migration that is not definite on completion angiography but occurs during follow-up. Of the 86 patients, 11 (12.8%) had an early type I endoleak diagnosed initially on completion angiography, including 10 type Ia endoleaks and 1 type Ib endoleak. Patients with type Ia endoleak were included in this study.

All procedures were performed with a fixed fluoroscopic unit. Open access through bilateral femoral arteriotomies were performed under general anesthesia in all patients. When the procedures were completed, the proximal, distal and overlapping sites of the grafts were routinely dilated with a molding balloon. After balloon molding, completion angiography was performed before the bilateral femoral sheaths were removed. If a type I endoleak was found on completion angiography, balloon molding was performed again. When the amount of leakage was reduced and the stent-graft was positioned as planned, all interventions were finished and follow-up computed tomography (CT) angiography was planned for the next 2 weeks. In patients without endoleaks or other complications on the final angiography, CT angiography was originally scheduled at 1, 6, and 12 months after the procedure and then annually thereafter.

RESULTS
=======

Of the 86 patients, early type Ia endoleaks occurred in 10 patients (11.6%). The median age of the patients was 75 years (range, 57-87 years). Eight male and 2 female patients were included. The median maximal diameter of the AAA was 57 mm (range, 49-87 mm). The median length and diameter of the aneurysmal neck were 30 mm (range, 17-45 mm) and 23 mm (range, 18-30 mm), respectively. The median angles between the suprarenal aorta and proximal neck, and the proximal neck and aneurysm were 72° (range, 20°-90°) and 55° (range 25°-90°), respectively. Stent-grafts used during the EVAR procedures were Zenith (n = 4), Excluder (n = 2), Endurant (n = 2), and custom-made (n = 2). The demographics and aneurysm-related characteristics of the patients are summarized in [Table 1](#T1){ref-type="table"}.

Of the 10 patients with early type Ia endoleaks, 2 received treatment immediately after diagnosis of type I endoleak. Both of them underwent EVAR using a custom-made stent-graft during our initial period. The first patient was a 57-year-old male. The aneurysm was 61 mm in diameter, and the angles between the suprarenal aorta and proximal neck, and the suprarenal aorta and aneurysm were 30° and 35°, respectively. The length and diameter of the neck were 30 mm and 25 mm, respectively. He underwent EVAR with a custom-made stent-graft, however, a large amount of leakage from the proximal attachment site was found immediately after the procedure with distal migration of the stent graft. He was treated with open repair. The other patient was a 71-year-old female with an AAA of 49 mm in diameter. The angles between the suprarenal aorta and proximal neck, and the suprarenal aorta and aneurysm were both 90°. The length and diameter of the neck were 40 mm and 20 mm, respectively. She also underwent EVAR using a custom-made stent-graft. There was a moderate amount of leakage on completion angiography because of inadequate coverage of the proximal neck. She was treated by insertion of an additional custom-made stent-graft 5 days later.

Eight of the 10 patients with early type Ia endoleaks showed reduced amounts of leakage after balloon molding and the stent-grafts were positioned as planned. They were managed conservatively and evaluated with CT angiography within 2 weeks after EVAR. All except one patient showed spontaneously sealed type I endoleaks on follow-up CT angiography. A persistent type Ia endoleak with the posterior wall of the stent-graft folded was found in one patient ([Fig. 1](#F1){ref-type="fig"}). He was treated with coil embolization 1 week after the EVAR. A microcatheter was advanced into the space between the stent-graft and the aortic wall. Then, the endoleak was treated with embolization using MicroNester coils (Cook Medical, Bloomington, IN, USA) and glue ([Fig. 2](#F2){ref-type="fig"}).

With a median follow-up of 12 months (range, 1-61 months), no further interventions for the type I endoleaks were required. The patients treated with an additional stent graft were followed-up for 35 months and there were no recurrences of endoleak on CT angiography. The patients treated with coil embolization 7 days after EVAR was lost to follow-up. In 7 patients who were managed conservatively, no recurrences of type I endoleak or sac expansion were observed on surveillance CT angiography ([Table 2](#T2){ref-type="table"}). The size of the aneurysm on CT angiography was reduced in 4 patients and remained unchanged in 3 patients.

DISCUSSION
==========

An endoleak is defined as a failure to totally exclude an AAA from continued perfusion and pressurization \[[@B11]\]. Type I endoleaks are caused by an inadequate seal at the proximal and distal end of a stent-graft. They could result in a rupture of the aneurysm because of persistent blood flow into the aneurysmal sac, therefore treatment at the time of diagnosis is recommended \[[@B12]\]. The EUROSTAR registry shows the significance of type I and III endoleaks as having a 2% risk of conversion after EVAR and a 1% annual risk of rupture \[[@B8]\]. Metha et al. \[[@B5]\], have reported that the most common cause of delayed AAA rupture after EVAR was a type I endoleak.

There are several treatment methods for type I endoleaks, and results with endovascular treatment have been encouraging \[[@B9]\]. Proximal stent graft extension, insertion of a Palmaz stent, and coil embolization can be attempted. When adequate proximal sealing, while maintaining the renal artery flow, is difficult, open conversion-stent graft explants and aortoiliac reconstruction-is required.

Even though the risk of type I endoleaks is generally accepted, type I endoleaks during the early postoperative period seal spontaneously in half of the cases. Fifty to 60% of leaks at the completion of EVAR close within the first postoperative month, but rarely after the first month of EVAR \[[@B10],[@B11],[@B13]\]. In the report of the consensus meeting about endoleaks, the answers of experts showed a bimodal distribution and half of them thought that 10%-50% of type I endoleaks could seal, but rarely after 2 weeks \[[@B7]\].

In our case experiences, 7 of 10 patients (70.0%) with type Ia endoleaks on completion angiography closed spontaneously. Of the 3 patients who did not show spontaneous sealing, 2 underwent EVAR in the early period and showed the migration or mis-sizing of stent-grafts. With second generation endografts, only one patient underwent an additional treatment for an early type I endoleak. He showed a folded posterior wall of the stent-graft on CT angiography 1 week after EVAR. Since this folded wall was difficult to close spontaneously due to structural problems in the stent graft, immediate coil embolization of the perigraft space was done. When migration, malposition, or other device-related problems occur, spontaneous closure of the leakage will not be possible and prompt intervention should be considered. In cases of decreased amounts of leakage after balloon molding without migration or device-related problems, simple observation with surveillance CT angiography for 2 to 4 weeks may be alternative to aggressive repetitive procedures. We performed the completion angiography with the sheaths in both femoral arteries and a stiff guidewire that was inserted into the aorta. This may have distorted the anatomy of the aorta, especially the aneurysm neck, and added pressure to the placed stent graft. Type I endoleaks on completion angiography can be influenced and exaggerated by these factors.

During the study period, we experienced 2 patients with delayed type I endoleaks with stent graft migration found on CT angiography 1 week after EVAR. Both of them were treated with open conversion and insertion of an additional stent graft. When a type I endoleak is not definite on completion angiography but occurs on surveillance imaging studies, there is a strong possibility of stent graft migration. This migration can also be caused by neck dilatation, but such cases are rare \[[@B12]\]. In delayed type I endoleaks, the leakage is less likely to be sealed and dilatation of aneurysm would occur. Unlike early type I endoleak, prompt treatment should be considered in delayed type I endoleaks.

A study with the EUROSTAR registry showed that a large diameter of the aneurismal neck, the degree of angulation of the aneurismal neck, and team experience with less than 30 procedures were associated with a higher incidence of type I or III endoleaks \[[@B11]\]. Several morphologic risk factors have been reported to be risk factors for type I endoleaks, including a large aneurysm, and a heavily calcified or wide neck \[[@B14],[@B15]\]. Intraoperative factors, such as the type of stent graft, stent graft over-sizing and residual uncovered landing zones, were reported to be the causes of graft migration and type I endoleaks \[[@B16],[@B17]\]. Preoperative planning and patient selection are important to prevent type I endoleaks. In addition, to avoid unnecessary procedures for early type I endoleak, further studies to identify predictive factors of spontaneous sealing type I endoleaks are warranted. Our ability to determine risk factors was limited due to the small sample size of this study.

There have been few reports on the long-term results of spontaneously sealed type I endoleaks. In this study, of the 8 patients managed conservatively, none showed sac enlargement or recurrent endoleaks. However, the median follow-up period was 14 months (mean, 20.9 months; range, 3-61 months) and 3 were lost to follow-up within a year. Long-term surveillance with CT angiography is mandatory in patients with self-sealed type I endoleaks.

In conclusion, type I endoleaks diagnosed on completion angiography sealed spontaneously in 7 of 10 patients (70.0%). In cases of decreased amounts of leakage after balloon molding without migration of the stent graft, simple observation with surveillance CT angiography may be an alternative to repetitive procedures. The long-term follow-up of patients with self-sealed type I endoleaks is mandatory.
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![(A-C) Computed tomography angiography demonstrating type I endoleak with posterior wall of stent-graft folded (arrows).](astr-86-95-g001){#F1}

![(A-C) Fluoroscopic image demonstrating selective catheterization of the type Ia endoleak and deployment of coils into the space.](astr-86-95-g002){#F2}
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Baseline characteristics of patients with early type I endoleaks
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L/D, length/diameter; F/U, follow-up.
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The changes of size of aneurysmal sac in patients treated conservatively
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AAA, abdominal aortic aneurysm; F/U, follow-up; CT, computed tomography.
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